Novel technique for removal of misdirected laparoscopic Weck clips.
The Weck clip has emerged as an attractive option for laparoscopic vascular control. It is secure and easy to use. However, once fired, the clip can be difficult to remove. We describe a novel technique for the safe removal of misdirected Weck clips using the Harmonic scalpel.